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Section 1.4: Cerecvte-1 8 , 510(k) Summary

1.4.1 Contact Information:
Name: Margaret Webber, Director, Regulatory & Clinical Affairs

Address: Micrus Endovascular Corporation
610 Palomar Ave.
Sunnyvale, CA 94085

Telephone: 408-830-5900, ext. 108
Date: Nov. 28, 2005

1.4.2 Device Information
Device Name: Micrus Modified MicroCoil, "Cerecyte" 18-System

Common Name: Device, Artificial Embolization
Classification: Class II

1.4.3 Predicate Devices Identification
K033 813, Micrus Modified Microcoil 10O-Systemn "Cerecyte"
K002056, Micrus Microcoil Delivery System (10 and 18 sizes)

1.4.4 Device Description
The Micrus Modified MicroCoil 18-Systemn (Cerecyte) consists of an

embolic coil ("MicroCoil") attached to a Device Positioning Unit (DPU))

(single use, sterile).

The predicate Cerecyte MicroCoil Systems in the 10-systemn size received

FDA Clearance in February 2004. This application is for the 18-sized

Cerecyte Microcoil System. The Cerecyte 18-System is compatible with

commercially available 2-tip marker microcatheters which have internal

lumen diameters between 0.017" and 0.021." The coils are available in

helical and spherical shapes and are available in various diameters/lengths:

* Coil lengths range from 4 to 30 centimeters.

* Coil diameters range from 2 to 20 millimeters.

Micrus Cerecyte MicroCoils are fabricated from a platinum alloy wire,

which is first wound into a primary coil (containing an absorbable polymer

suture inside the wind) and then formed into a secondary helical or spherical

shape. The only difference between the Cerecyte 18 System and 10 System

is size. Both contain PGA suture as their stretch resistant member. Both

contain exactly the same PGA strand, i.e., the amount of PGA suture

material is identical. Micrus does not insert a larger strand of suture in the

18 system coils.

The 1 8 System Cerecyte MicroCoils maintain the same design features as all

the current Micrus MicroCoil Systems. Compared with the current design,

size 18 Cerecyte MicroCoil Systems have:

* The same intended use
* Connect to the same connecting cables

* Detach using the same Detachment Control Box.



Micrus Modified M icroC oil System, C erecyte"
Available in 10 and 18 System Sizes
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Cerecyte MicroCoil Systems (in 10 and 18 System sizes) have:
* PGA ball tip
• PGA suture that extends to the detachment zone

Cerecyte 18-System coils size ranges are:

* Helical Cerecyte (CHE) ranges from 2 - 20 mm in diameter and from 4 -
30 cm in length.

* Spherical Cerecyte (CSP) ranges from 2 - 20 mm in diameter and 2.7 -
30 cm in length.

1.4.5 Indications for Use
The Micrus MicroCoil Delivery System is intended for endovascular
embolization of intracranial aneurysms.

Contraindications
None.

Required Accessory Products

The Micrus MicroCoil Systems require two other components for the

Micrus MicroCoil Delivery System to operate:

1.Detachment Control Box (DCB). This device provides the energy to

detach the MicroCoil from the DPU at the clinician's command. The DCB
is provided NON-STERILE.

2.Connecting Cable. The Connecting Cable is used to bring the energy from

the DCB to the MicroCoil System, and is approximately 5-ft (1.5 meters)
long.

Accessories, which are an Integral Part of the Sales Unit:

The Micrus MicroCoil System is packaged with an introducer in place. This

introducer allows introduction of the MicroCoil into the microcatheter used
by the clinician.



Accessories (Not Part of the Sales Unit, not supplied by Micrus

Endovascular Corporation)
* Guiding Catheter (generally, 5-7F)
* Infusion microcatheter with 2 tip markers located 3cm apart

* Guide wire compatible with the microcatheter
* Continuous Saline Flush Set-Ups with pressure bags, one of which

is a flush for the guiding catheter and one the other a flush for the
microcatheter.

* Rotating Haemostatic Valves (2)
* 3-Way Stopcock
• 1-Way Valve
* IV Pole
* Femoral Sheath

1.4.5 Comparison to Predicate

Intracranial aneurysms can form for a variety of reasons, and the

consequences of aneurysm formation and/or rupture can be dire for the

patient. Treatment of intracranial aneurysms involves the segregation of the

sac from the blood supply of the parent artery. This prevents the aneurysm

from growing in size, from rupturing or from re-rupturing. Treatments

currently include the application of an aneurysm clip to the base of the

aneurysm using open surgical procedures (craniotomy). Alternatively, the

aneurysm may be embolically closed or occluded using minimally invasive

delivery of embolic coils. Embolic coils are generally made of a

biocompatible metal, such as stainless steel, tungsten or platinum. Dacron,

nylon, or silk fibers may be incorporated into the design to enhance

thrombosis. The coils come in a variety of widths, lengths, softness, and

shapes and are delivered by small catheters ("microcatheters"). Multiple

coils are placed into the aneurysm to completely fill the sac and prevent

continued inflow of blood. The embolic coils cause stagnation of blood

within the aneurysm resulting in platelet aggregation, which leads to the

development of scar tissue. This prevents the continuing enlargement of the
aneurysm and the potential fro rupture or re-rupture.

The intent of endovascular treatment of intracranial aneurysms using

embolic coils is to pack the lumen of the aneurysm with the coils, thereby

eliminating the influx of fresh blood into the lumen. The existing blood and

soft clot trapped within the lumen of the aneurysm begins to solidify,

ultimately becoming hardened clot and scar tissue. With treatment of the

aneurysm lumen (from aneurysm dome to neck) a blood flow pathway is re-

established down the lumen of the parent artery, and the weakened wall of

the aneurysm is totally isolated from arterial pressures. Re-
endothelialization occurs on the surface of the scar tissue, and the pre-

treatment vortical flow is changed back to normal, laminar flow within the

parent artery.



Micrus MicroCoil Systems have been used to treat intracranial aneurysms

since May 2000. Micrus MicroCoils are available in both bare platinum

implants and stretch resistant implants containing either absorbable suture

(PGA) or non-absorbable suture (polypropylene). Micrus MicroCoils are

also available in both 10 and 18 sizes and in spherical and helical shapes in a

variety of lengths and diameters.

Clinical data regarding Micrus MicroCoils (and other intracranial coil

implants) have been presented in previous 510k submissions to FDA as each

new coil family member was introduced. The Cerecyte MicroCoil 18-

System is an addition to the Cerecyte 10-System coil line. Below are

comparison tables to demonstrate the equivalence of Cerecyte-18 to the

predicate Cerecyte-10 and predicate Micrus (10 &18 sized bare platinum
helical and spherical) MicroCoil Systems.
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Summary of Safety and Effectiveness

Based upon the design, materials, function, intended use, comparison with currently

marketed devices and the non-clinical testing performed by Micrus Endovascular

Corporation, it is concluded that the Micrus Modified MicroCoil, "Cerecyte" 18-Systemn

is substantially equivalent to the Micrus Modified MicroCoil "Cerecyte" 10-System in

safety and effectiveness.

Margaret Webber
Director, Regulatory and Clinical Affairs

Micrus Endovascular Corporation
November 28, 2005



DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Food and Drug Administration
9200 Corporate Boulevard

DEC 7 Rockville MD 20850

Margaret Webber
Director, Regulatory & Clinical Affairs
Micrus Endovascular Corporation

610 Palomar Avenue
Sunnyvale, California 94085

Re: K053160
Trade/Device Name: Micrus Modified Microcoil 18-System,

"Cerecyte" Model #s CSP and CHE

Regulation Number: 21 CFR 882.5950
Regulation Name: Neurovascular embolization device

Regulatory Class: 1I
Product Code: HCG

Dated: November 8, 2005
Received: November 14, 2005

Dear Ms. Webber:

We have reviewed your Section 510(k) premarket notification of intent to market the device

referenced above and have determined the device is substantially equivalent (for the indications

for use stated in the enclosure) to legally marketed predicate devices marketed in interstate

commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to

devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,

and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).

You may, therefore, market the device, subject to the general controls provisions of the Act. The

general controls provisions of the Act include requirements for annual registration, listing of

devices, good manufacturing practice, labeling, and prohibitions against misbranding and

adulteration.

If your device is classified (see above) into either class II (Special Controls) or class III (PMA), it

may be subject to such additional controls. Existing major regulations affecting your device can

be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may

publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean

that FDA has made a determination that your device complies with other requirements of the Act

or any Federal statutes and regulations administered by other Federal agencies. You must

comply with all the Act's requirements, including, but not limited to: registration and listing (21

CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice requirements as set

forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic

product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.
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This letter will allow you to begin marketing your device as described in your Section 510(k)

premarket notification. The FDA finding of substantial equivalence of your device to a legally

marketed predicate device results in a classification for your device and thus, permits your device

to proceed to the market.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please

contact the Office of Compliance at (240) 276-0115. Also, please note the regulation entitled,

"Misbranding by reference to premarket notification" (21CFR Part 807.97). You may obtain

other general information on your responsibilities under the Act from the Division of Small

Manufacturers, International and Consumer Assistance at its toll-free number (800) 638-2041 or

(301) 443-6597 or at its Internet address ht t a. ov/cdrh/industrv/suortindex~html.

Sincerely yours,

Mark N. Melkerson
Acting Director
Division of General, Restorative

and Neurological Devices

Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



Indications for Use 9/1

5 10(k) Number (if known): K053160

Device Name: Micrus Modified Microcoil 18-System. Cerecyte" Model #s CSP and CHE

Indications For Use:

The Micrus Modified Microcoil System, "Cerecyte-18" is intended for endovascular

embolization of intracranial aneurysms.

Prescription Use _tmp AND/OR Over-The-Counter Use

(Part 21 CFR 801 Subpart D) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE

IF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

·(Div sion Sign-Off)
Division of General, Restorative,
and Neurological Devices

510(k) NumberK-S -
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